A direct comparison of the standards for air kerma of the National Institute of Metrology (NIM), Beijing, China, and of the Bureau International des Poids et Mesures (BIPM) was carried out in the 137 Cs radiation beam of the BIPM in September 2014. The comparison result, evaluated as a ratio of the NIM and the BIPM standards for air kerma, is 0.9967 with a combined standard uncertainty of 2.1  10 -3 . The results are analysed and presented in terms of degrees of equivalence for entry in the BIPM key comparison database.
Introduction
A direct comparison of the standards for air kerma of the National Institute of Metrology (NIM), Beijing, China and of the Bureau International des Poids et Mesures (BIPM) was carried out in September 2014 in the 137 Cs radiation beam at the BIPM. The comparison result is published in the BIPM key comparison database (KCDB 2014) under the reference BIPM.RI(I)-K5. The comparison was undertaken using the primary standard CC1005 of the NIM. An indirect comparison using one transfer chamber belonging to the NIM was also made.
Details of the standards
The NIM primary standard for air kerma is a cylindrical graphite-walled cavity ionization chamber with a graphite inner electrode, constructed at the NIM. The main characteristics of the standard, identified as CC1005, are listed in Table 1 . A transfer chamber Exradin A4, serial number 131903, was also included in the present comparison and the main characteristics are also presented in Table 1 . The BIPM standard is a parallel-plate graphite-walled cavity ionization chamber with a volume of about 6.8 cm 3 as described by Boutillon et al (1973) and Boutillon et al (1996) ; the results of calculated correction factors and new volume estimations are described by Kessler et al (2009) and Burns et al (2007) . 
(1) The NIM supplied two different volume estimations; see "Correction factors and volume for the NIM standard" in Section 3.
(2) Positive polarity applied to the outer electrode
Determination of the air kerma
For a cavity chamber with measuring volume V, the air-kerma rate is determined by the relation
where I/m is the ionization current per unit mass of air measured by the standard, W is the average energy spent by an electron of charge e to produce an ion pair in dry air, g is the mean fraction of electron energy lost through radiative processes in air, ( en /) a,c is the ratio of the mean mass energy-absorption coefficients of air and graphite,
is the ratio of the mean stopping powers of graphite and air,
is the product of the correction factors to be applied to the standard.
Physical data and correction factors
The values used for the physical constants, recommended by the Consultative Committee for Ionizing Radiation (CCEMRI 1985) , the correction factors entering in equation (1), the volume of the primary standard and the associated uncertainties for the BIPM are given in Table 2 (Allisy-Roberts et al 2011) . For the NIM standard, the corresponding data are also included in Table 2 , taken from Li et al (2013). Uncertainties included in the uncertainty of the chamber effective volume (5) For standard CH5-1, the measured volume 6.8028 cm 3 reduced by the factor 1.0009 (Burns et al 2007) . (6) The NIM provided two different volume estimations; see section "Correction factors and volume for the NIM standard"
The correction factors for the BIPM standards were re-evaluated in 2009 and the changes to the air-kerma rate determination arise from the results of Monte Carlo calculations of correction factors for the standards, a re-evaluation of the correction factor for saturation and a new evaluation of the air volume of the standards using an experimental chamber of variable volume. The combined effect of these changes is an increase in the BIPM determination of air kerma by the factor 1.0030 for the 137 Cs radiation protection beam, and a reduction of the relative standard uncertainty of this determination to 1.9 parts in 10 3 (Kessler et al 2009 and Burns et al 2007) .
The correction factors for the NIM standards are described in the following paragraphs.
Correction factors and volume for the NIM standard
 Recombination loss (k s ) At the NIM the correction factor for recombination losses was determined using the method described by Boutillon (1998) . The recombination correction k s can be expressed as
where k init is the initial recombination, k vol is the volume recombination coefficient and I V is the current measured for the applied voltage V. The current, I V , is the current as measured by the chamber, not corrected for decay and not normalized for temperature and pressure. The correction factor for losses due to ion recombination for the NIM standard was also determined at the BIPM during the present comparison using the same method. Table 3 gives the values for k init and k vol determined at each laboratory.
Using the NIM results, a correction factor of 1.0017 (8) for ion recombination at 800 V was applied to the NIM standards in the BIPM 137 Cs beam, in agreement within the uncertainties with the BIPM value. 
The scattering produced by the stem of the standard was determined at the NIM by measuring the effect of adding a dummy stem on top of the chamber. The stem scatter correction is 0.9924(4). This factor was also determined at the BIPM during the present comparison using the same dummy stem; the value 0.9921(2) determined at the BIPM is in agreement with the NIM determination.
 Attenuation and scattering in the chamber wall (k wall ) and axial non-uniformity (k an )
The corrections for attenuation and scattering in the chamber wall, and for axial nonuniformity, were calculated using Monte Carlo methods. The wall and axial non-uniformity correction factors were determined using the EGSnrc code (Rogers and Treurniet 1999 Bielajew 1990 , Rogers and Bielajew 1990 . The wall correction factor for the NMI standard is 1.0248(11). This effect was also determined experimentally by adding graphite caps to the chamber wall and extrapolating to zero thickness. A theoretical correction for the centre for electron production was applied. Using this extrapolation method (Xu Mian et al 1986) , a correction factor of 1.0242(15) was obtained, in good agreement with the calculated value.
The axial non-uniformity correction is calculated using the following equation:
point wall point gas paralell wall
where D gas is the calculated dose to the cavity gas per unit incident fluence for a parallel or point source beam and k wall is the calculated wall attenuation and scatter correction for the same cases (Rogers and Treurniet 1999) .
 Radial non-uniformity of the beam (k rn )
The correction factor for radial non-uniformity for the NIM standard used at the BIPM is estimated from the measured beam profile in the radial direction. This correction is 1.0004(5).
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 Polarity effect (k pol ) The polarity effect measured at the BIPM is 1.0007. As both polarities were applied to the standard during the measurements at the BIPM and the mean current value was used for the comparison, no k pol was applied.
 Volume determination
The NIM determined two values for the volume of the CC1005 standard using different methods:
Volume determination using computed tomography (CT): The volume was determined from the images of the chamber obtained using an x-ray CT scanner in the length standards laboratory of the NIM. The principle of CT is based on measurements of the x-ray attenuation in matter and reconstruction of the volume using the cone-beam method. The cavity height was measured at different positions and the diameter was measured at the bottom, centre and top of the cavity; from these measurements, the mean values were calculated. The central electrode was assumed to be a cylinder with a hemispheric tip, its dimensions also obtained from the CT information. Using this method, a value of 10.856 cm 3 was determined as the volume for the standard; however, the method suffers from lack of traceability and a reliable estimation of the uncertainty.
Volume determination using mechanical measurements: The dimensions of the different parts of the chamber were determined from mechanical measurements, traceable to the NIM length standards, before the chamber assembly. The cavity height and its inner diameter, as well as the length and diameter of the electrode, were measured using digital measuring gauges and micrometers. Using the dimensions thus obtained, a value of 10.821 cm 3 was determined as the volume of the standard, with a relative standard uncertainty of 9 parts in 10 4 .
Both volume determinations were made before the measurements at the BIPM. At the beginning of the comparison, the NIM supplied only the value determined using the CT method; during the course of the comparison, while evaluating the results and discussing in person with the NIM staff possible causes of discrepancies between the NIM and the BIPM results, the NIM informed the BIPM of the second value for the volume of the standard. As a result of these discussions, and particularly regarding the lack of a reliable estimation of the volume uncertainty for the CT determination, they decided to adopt the value resulting from mechanical measurement. The latter gives a volume that is 1.003 lower than the CT method, that is, an air-kerma rate determination that is 1.003 higher (and closer to the BIPM determination).
Reference conditions
The reference conditions for the air-kerma determination at the BIPM are described by AllisyRoberts et al (2011) : -the distance from source to reference plane is 1 m, -the field size in air at the reference plane is 20 cm diameter.
Reference values
The BIPM reference air-kerma rate BIPM K  is taken as the mean of four measurements made around the period of the comparison. The BIPM K  values refer to an evacuated path length between source and standard corrected to the reference date of 2014-01-01, 0 h UTC. The half-life of 137 Cs was taken as 10 976 days (u = 30 days) (Bé et al 2006) . The correction for air 6/11 attenuation between source and standard uses the ambient air density at the time of the measurement and the air attenuation coefficient 0.080 cm 2 g -1 for 137 Cs.
Beam characteristics
The characteristics of the BIPM and NIM beams are given in Table 4 . 
Experimental method
The experimental method for measurements at the BIPM is described by Allisy-Roberts et al (2011) ; the essential details of the measurements are reproduced here.
Positioning
The reference point of the NIM standard was positioned on the beam axis in the reference plane 1 m from the source.
Applied voltage and polarity
A collecting voltage of 800 V (both polarities) was applied to the outer electrode of the NIM standard at least 40 min before any measurements were made.
Charge and leakage measurements
The charge Q collected by the NIM chambers was measured using a Keithley electrometer, model 642 of the BIPM. The source is exposed during the entire measurement series and the charge is collected for the appropriate, electronically controlled, time interval. A preirradiation was made for at least 40 min before any measurements. The measured current values are given in Table 5 . Leakage current was measured before and after each series of measurements. The relative leakage correction was around 1 × 10 -4 .
Ambient conditions
During a series of measurements at the BIPM, the air temperature is recorded for each current measurement and was stable to better than 0.1 K. Relative humidity is controlled at (50  5) %.
Result of the comparison
The NIM standard was set-up and measured in the BIPM 137 Cs beam on two separate occasions. The values of the ionization current measured at the BIPM for the NIM standard are given in Table 5 . They have been normalized to standard temperature and pressure and corrected to the reference date for the decay of the 137 Cs source. The result of the comparison, K R , is expressed in the form
and is presented in Table 6 . The combined standard uncertainty u c for the comparison result R K is presented in Table 7 , where a number of the uncertainties that appear in both the BIPM and the NIM determinations (notably air density, W/e, µ en /, g , s c,a and k h ) cancel when evaluating u c . The mean ratio of the values of the air-kerma rate determined by the NIM and the BIPM standards taken from Table 6 is 0.9967 with a combined standard uncertainty, u c , of 0.0021.
An indirect comparison of the standards was also made using the NIM transfer chamber Exradin A4 chamber, serial number 131903. The chamber was calibrated at the NIM before and after the comparison at the BIPM. The calibration coefficients measured at the NIM and at the BIPM, together with the indirect comparison result are shown in Table 8 . The stability of the transfer chamber at the BIPM was better than 1 × 10 -4 . The uncertainty budget is given in The comparison result using the transfer chamber is in good agreement with the direct comparison. 
Degrees of equivalence

Comparison of a given NMI with the key comparison reference value
Following a decision of the CCRI, the BIPM determination of the dosimetric quantity, here K BIPM , is taken as the key comparison reference value (KCRV) (Allisy-Roberts et al 2009) . It follows that for each NMI i having a BIPM comparison result R K,i (denoted x i in the KCDB) with combined standard uncertainty, u i , the degree of equivalence with respect to the reference value is given by a pair of terms:
where K i is the value determined using the NMI standard during the comparison, -and the expanded uncertainty (k = 2) of this difference, U i = 2 u i .
The results for D i and U i are expressed in mGy/Gy. Table 10 gives the values for D i and U i for each NMI, i, taken from the KCDB of the CIPM MRA (1999) and this report, using equations (5) and (6). These data are presented graphically in Figure 1 . 
Conclusion
The NIM primary standard CC1005 for air kerma in 137 Cs gamma radiation compared with the present BIPM air-kerma standard gives a comparison result of 0.9967 (21) and so is in agreement with the KCRV within the expanded uncertainty. A similar result was obtained when evaluating the comparison using the calibration coefficients of a transfer chamber.
